Heat generated when threaded pins are cut: a comparison of techniques.
The temperature rise of threaded pins was measured when cut under various conditions and with different instruments. The air-water coolant and intermittent cutting produced significantly lower temperature rises than the air coolant and constant cutting, respectively. No particular carbide bur or diamond stone is recommended since little difference existed among them with respect to heat generation.